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INTRODUCTION 


In  order  to  measure  the  factors  which  affect  the  performance  of  rotary¬ 
wing  aviators,  the  United  States  Army  Ac-romedical  Research  Laboratory  (USAARL) 
instrumented  a  JUH-1H  helicopter  to  monitor  aircraft  position,  motion,  and 
other  performance  measures.  The  Helicopter  In-Flight  Monitoring  System-- 
second  generation  (HIMS-II)  is  an  update  of  the  original  device  reported  in 
USAARL  Report  No.  72-11  (March  1972),  incorporating  computer  technology. 

Figure  1  shows  the  HIMS-II  mounted  behind  the  copilot's  seat  in  the 
JUH-1H.  This  system  can  provide  continuous  sampling  and  display  up  to  64 
measurements,  such  as  aircraft  performance,  position  in  space,  position 


FIGURE  1.  HIMS-II  as  installed  behind  the  copilot's  seat  in  the  .JUH-1H. 


of  pilot  controls,  g  loading,  angular  rates,  and  test  related  data.  A  dis¬ 
cussion  of  the  various  aircraft  sensors  and  signal  sources  is  presented  in 
Appendix  A.  Each  parameter  can  be  sampled  at  various  rates  to  20  samples 
per  second.  The  analog-to-digital  (A/D)  converter  channel  selection, 
sampling  rate  selection,  display  selection,  and  calibration  information  can 
be  customized  to  a  specific  user's  requirements,  saved  on  tape,  and  recalled 
for  each  data  acquisition  session. 

This  report  will  familiarize  the  reader  with  various  aspects  of  the 
H IMS- 1 1  and  also  may  be  used' as  an  operator's  manual. 


HARDWARE  CONFIGURATION 


The  major  components  of  the  system  are  shown  in  Figure  2.  The  filter 
chassis  contains  the  signal  conditioning  circuits  which  convert  the  aircraft 
signals  into  voltages  usable  by  the  computer.  Converting  these  analog  signals 


tlSVDC 


FIGURE  2.  Block  diagram  of  the  IIIMS-II  airborne  data  acquisition  system. 

into  digital  words  for  storage,  controlling  the  tape  recorder,  and  interfacing 
with  the  Raydist  navigation  system  and  the  operator  are  the  functions  carried 
out  by  the  elements  of  the  computer  chassis.  Also  shown  in  the  diagram  are 
the  dual  drive  tape  recording  unit  which  stores  the  data  processed  by  the  com¬ 
puter,  the  CRT  terminal  used  to  enter  commands  and  display  data,  and  the 
Raydist  navigation  system  which  is  used  to  determine  position  within  the 
Raydist  range  area. 

All  power  for  the  system  is  derived  from  the  aircraft  28VDC  source, 
whether  used  directly,  through  DC-to-DC  converters,  or  after  converting  to 
115  VAC,  60  Hz  through  the  use  of  an  inverter. 


The  functions  of  the  elements  of  the  filter  and  computer  chassis  are  as 
ows : 

A.  Filter  Chassis 

Analog  Filters  --Provide  conditioning  of  sensor  signals 

to  include  antialias  filtering  (5  Hz 
cutoff  frequency),  buffering,  attenua¬ 
tion,  and  offset  so  as  to  provide  out¬ 
put  signals  between  0  and  5  volts,  the 
allowable  range  for  the  A/D  system. 
(See  Analog  Filters,  next  page.) 

Isolation  amp  --Provides  isolation  for  the  radar  altim 

eter  differential  output  signal. 

100  Hz  Clock  card  --Provides  a  crystal-controlled  clock 

signal  which  is  routed  to  the  central 
processing  unit  (CPU)  external  event 
line  and  used  to  precisely  time  the 
data  acquisition  cycle. 

B.  Computer  Chassis 

CPU  (DEC  LS 1-11/2)  --Executes  instructions  contained  in  the 

memory. 

32K  memory  (DEC  MSVll-DD)  --Contains  program  instructions  and  data 

Tape  Bus  Extender  card  --Provides  the  means  for  the  CPU  to  read 

(DEC  M9401  )  and  write  on  both  tape  drives.  The 

tape  interface  is  located  in  the  base 
of  the  tape  unit. 


A/D  Converter  and  Extender  --Provide  the  means  for  the  CPU  to  ob- 
cards  (ADAC  1012/1012-EX)  tain  a  digital  representation  of  the 

voltage  on  each  of  the  64  analog  input 
lines.  (See  Analog-To-Digital  Con¬ 
verter,  next  page.) 


Serial  Interface  card  --Provides  communication  between  the  CPU 

(DEC  DLVll-J)  and  four  devices  utilizing  the  RS-232 

data  interface.  Two  of  these  channels 
are  in  use;  one  communicates  with  the 
Hazel  tine  CRT  terminal  and  the  other 
with  the  Raydist  navigation  system. 


Date/Time  card  (Digital 
Pathways  TCU-50) 


—  Provides  date  and  time  of  day  to  the 
CPU  from  a  battery  operated  clock. 


PROM  Memory  card  (DEC 
MRVll-BA) 


— Provi des  up  to  4K-word  PROM  (2708  chip) 
and  256  word  RAM  locations.  A  lK-word 
PROM  at  address  170000  holds  the  boot¬ 
strap  for  the  tape  unit. 


ANALOG  FILTERS 


The  analog  filter  system  in  the  left  chassis  of  the  HIMS-II  mainframe 
serves  two  important  functions  for  each  of  the  64  possible  input  channels. 
(Refer  to  Appendix  B  for  the  channel  assignments.) 

First,  the  sensor  voltage  is  passed  through  an  amplifier  which  provides 
buffering  and  potentiometer  adjustment  for  attenuation  and  offse*.  These 
adjustments  are  made  precisely  using  USAARL  analog  computer  and  the  hybrid 
computer  program  CALFILTR.  These  adjustments,  when  properly  made,  enable  the 
HIMS-II  to  process  sensor  voltages  between  -15  volts  and  +15  volts  using  the 
0  to  +5  volt  A/D  system  without  clipping  and  without  loss  of  resolution. 
Appendix  C  outlines  the  procedure  for  calibration  of  the  analog  filter  cards 
(not  to  be  confused  with  calibration  of  an  A/D  channel).  Appendix  D  contains 
a  sample  printout  summarizing  the  calibration  of  sensors  and  filter  cards. 

Second,  the  sensor  voltage  is  passed  through  a  4-pole,  low-pass  filter 
with  a  fixed  cutoff  frequency  of  approximately  5  Hz.  This  filtering  insures 
that  the  digitized  data  will  not  be  aliased  due  to  harmonics  of  the  sampling 
frequency  present  in  the  data,  providing  the  sample  rate  is  10  or  20  Hz.  If 
sampling  rates  lower  than  10  Hz  are  used,  the  possibility  of  aliasing  is  pre¬ 
sent.  Judgments  of  the  advisability  of  lower  sampling  rates  only  can  be  made 
if  the  frequency  content  of  the  data  channel  is  known. 


ANAL0G-T0-DIGITAL  CONVERTER 


The  analog  data  system  of  the  HIMS-II  computer  consists  of  a  model  1012 
analog-to-digital  converter  and  a  model  1012EX  multiplexer  expander,  both 
manufactured  by  the  ADAC  Corporation.  The  hardware  converts  analog  voltages 
in  the  range  of  0  to  +10  volts  to  12  bit  precision  using  the  successive- 
approximation  technique  in  approximately  10  microseconds.  Each  data  sample 
stored  by  the  program  consists  of  6  bits  which  identify  the  channel  number 
(0-63)  and  the  middle  10  bits  from  the  analog-to-digital  converter.  The  re¬ 
sulting  16-bit  word  can  be  rapidly  and  efficiently  manipulated  by  the  com¬ 
puter  for  storage  and  display.  The  system,  therefore,  can  record  and  store 
up  to  64  channels  whose  voltages  vary  between  0  and  +5  volts  to  a  precision 
of  10  bits  (about  .1"  resolution). 
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TAPE  RECORDING  SYSTEM 


Data  and  programs  are  stored  using  a  Qantex  Model  2200  data  cartridge 
storage  system.  The  system  contains  a  formatter,  an  LSI-11  intetface,  and 
two  tape  drives  which  use  the  3M  data  cartridge  (DC  300A)  as  the  storage 
medium.  Data  is  recorded  serially  on  four  tracks  at  a  density  of  1600  bits 
per  inch  and  at  a  speed  of  30  inches  per  second  for  a  transfer  rate  of  3000 
words  per  second.  During  a  data  acquisition  session,  storage  begins  on  track 
1  of  drive  0  with  an  800-word  header  record  and  continues  with  512  data  rec¬ 
ords  of  504  words  each,  using  about  85T  of  a  300-foot  cartridge.  (The  format 
of  these  records  is  given  in  Appendix  E.)  Drive  0  then  is  rewound  at  90 
inches  per  second  as  the  data  recording  is  switched  over  to  track  1  of  drive 
1.  This  rewind-and-switch  procedure  is  continued  until  track  4  of  drive  1  is 
started.  The  cartridge  in  drive  0  then  is  ejected  by  the  program  and  the 
operator  must  place  a  new  cartridge  in  the  tape  drive  before  the  next  switch 
occurs.  The  time  remaining  until  the  switchover  to  the  other  drive  is  dis¬ 
played  on  the  terminal  screen  along  with  other  data  when  the  operator  executes 
command  P2,  3,  or  5  (display  data).  New  cartridges  can  be  inserted  as 
required  for  truly  unlimited,  continuous  data  acquisition. 


RAYDIST  NAVIGATION  SYSTEM 


The  Raydist  RA-89  airborne  receiver  processes  signals  from  ground-based 
stations  which  are  located  at  the  corners  of  the  100-square-mile  Hightails 
test  area.  This  receiver  converts  the  signals  into  precision  position  infor¬ 
mation  in  the  form  of  audio  frequency  signals.  The  GA-62  position  indicator 
compares  the  phase  of  the  audio  signals  from  the  receiver  and  provides  a 
visual  readout  of  position  in  Raydist  "lane"  counts.  The  position  indicator 
is  equipped  with  a  9600  baud  RS-232-C  computer  interface  which  transmits  the 
lane  counts  to  the  H IMS- 1 1  computer  at  a  speed  sufficient  to  provide  sampling 
of  position  at  the  same  rates  as  for  analog  data  channels  (.5,  1,  2,  4,  5,  10, 
and  20  Hz). 

Utilizing  the  Raydist  lane  counts,  the  HIMS-II  software  computes  absolute 
ground  position  in  coordinates  which  are  identical  to  those  of  military  maps 
of  the  High  fa  11s  area.  The  navigation  system  requires  absolute  continuity  in 
the  operation  of  the  four  base  station  transmi tters ,  the  RA-89  receiver,  and 
the  GA-62  position  indicator.  (Operation  of  the  HIMS-II  computer  need  not  be 
continuous.)  Any  disruption  to  the  operation  of  any  one  of  these  units  will 
cause  an  error  which  will  remain  with  the  system  and  can  even  grow  larger. 
Since  there  are  many  sources  of  such  disruption  (radio  static,  power  line 
interference,  poor  signal  strength,  etc.),  the  accuracy  of  the  system  can  be 
greatly  improved  by  reinitial izing  the  system  periodically  at  known  positions 
on  the  ground. 

Each  ground  position  in  the  Highfal Is  area  can  be  located  by  a  unique 
pair  of  red-green  lane  coordinates,  as  read  on  the  Raydist  GA-62  position 


indicator.  Initialization  is  simply  the  process  of  presetting  the  lane  co¬ 
ordinates  of  a  known  ground  position  into  the  HA-6?  display.  Tor  example, 
the  first  initial ization  should  be  done  at  the  end  of  the  runway  at  llighfalls 
(The  location  is  marked  by  an  "X.")  This  spot  is  the  starting  point  for  the 
Raydist  lane  counting  system  and  has  been  assigned  a  value  of  200,000  for 
each  of  its  two  lane  coordinates.  The  procedure  for  initializing  the  Raydist 
is  given  in  Appendix  F. 


SOFTWARE  DESIGN 


DATA  ACQUISITION 

The  H IMS- 1 1  data  acquisition  program  is  an  interactive,  command-oriented 
system  with  concurrently  operating  background  and  foreground  processes. 
Background  functions  are  processed  on  a  time-available  basis  and  include 
operations  such  as  response  to  operator  commands  and  display  of  current  mea¬ 
surements  and  derived  data  values.  The  control  flow  of  the  program  is  shown 
in  Figure  3. 


DISPLAY  LOOP  COMMAND  LOOP  ACQUISITION  LOOP 


3.  Simplified  data  acquisition  software  flowchart. 


FIGURE 


The  entire  foreground  system  is  driven  throuqh  a  crysta 1 -control  led  clock 
which  interrupts  the  background  process  100  times  per  second.  After  the 
interrupt  is  serviced,  the  background  process  is  resumed  at  the  point  at  which 
it  was  interrupted. 

The  acquisition  loop  services  every  fifth  interrupt  for  a  minimum  sample 
period  of  50  milliseconds  or  a  maximum  rate  of  20  Hz.  By  limiting  the  rate 
to  20  Hz,  the  operator  can  select  channels  and  sampling  rates  without  worrying 
about  exceeding  the  design  capabilities  of  the  hardware.  If  the  number  of 
channels  is  limited,  however,  sampling  rates  up  to  100  Hz  can  be  accommodated. 

For  each  clock  interrupt  which  is  serviced  in  the  acquisition  loop,  a 
counter  is  advanced  for  each  channel  which  is  selected  for  data  acquisition. 
When  one  of  these  counters  reaches  the  sample  period  specified  for  that  chan¬ 
nel,  then  the  first  decision  block  produces  a  "yes"  answer  and  that  channel 
is  sampled  and  its  counter  reset.  The  sampling  process  involves  either  an 
analog-to-digi tal  conversion  or  capture  of  a  value  being  held  in  memory  (as 
in  the  case  of  Raydist  data  and  the  marker  channel).  If  a  Raydist  channel 
was  addressed,  then  an  interrupt-driven  cycle  to  read  the  Raydist  information 
is  initiated.  This  cycle  proceeds  concurrently  with  the  acquisition  loop  and 
is  completed  after  approximately  15  milliseconds.  As  samples  are  acquired, 
they  are  tagged  with  the  channel  number  and  placed  into  one  of  two  tape  buf¬ 
fers.  The  next  decision  block  in  the  acquisition  loop  provides  a  "yes"  an¬ 
swer  when  the  current  tape  buffer  is  filled.  Tape  output  then  is  initiated 
from  that  buffer  while  subsequent  data  is  placed  in  the  other  buffer.  The 
tape  output  operation  also  is  interrupt-driven  and  proceeds  concurrently  with 
other  processes.  The  time  required  to  complete  a  normal  output  buffer  trans¬ 
fer  is  approximately  .25  seconds.  The  tape  interrupt  service  includes,  at 

the  appropriate  time,  track  and  drive  changes  and  ejection  of  full  tape 
cartri dges . 

The  process  of  loading  the  HIMS-II  software  into  the  computer  is  called 
bootstrapping.  The  software,  which  is  stored  on  a  tape  cartridge,  is  loaded 
into  memory  by  execution  of  a  small  program  stored  in  read-only  (permanent) 
memory.  The  procedure  is  given  in  Appendix  G.  Once  the  HIMS-II  program  is 
running,  the  operator  has  control  over  the  various  modes  of  the  program-- 
whether  displaying  data,  recording  data,  performing  calibrations,  etc.  These 
operator  commands  are  listed  in  detail  in  Appendix  H. 


DATA  REDUCTION 


The  data  reduction  of  HIMS-II  data  cartridges  involves  a  group  of  pro¬ 
grams  which  are  used  to  scan  the  data  tapes,  derive  statistics,  and  examine 
results.  A  block  diagram  of  the  programs  is  shown  in  Figure  4.  The  HIMS-II 
data  reduction  programs  are  designed  to  run  on  a  disk-supported  PDP-11/03 
using  the  RT-11  operating  system.  Given  below  is  a  brief  discussion  of  the 
major  programs  used  in  the  I'lMS-II  data  reduction. 


the 


fhe  scanning  routine  (SC,",’:)  operate 
researcher  the  means  to  verify  raw  data 


‘S  on  raw  data  tapes  and  gives  the 
and  to  identify  certain  events.  The 


retrieval  of  raw  data  from  the  Qantex  2200  data  cartridge  system  is  accom¬ 
plished  by  a  group  of  assembly  language  (MACRO-11)  programs.  During  the  scan¬ 
ning  process,  raw  data  is  displayed  on  the  CRT.  A  means  is  provided  to  send 
selected  raw  data  channels  over  a  high  speed  interface  to  the  Systems  Engi¬ 
neering  Labs  (SEL)  computer  for  further  graphical  analysis. 


FIGURE  4.  Primary  data  reduction  software  run  on  the  laboratory-based 
PDP-11  computer  system. 

The  initialization  routine  ( I N IT )  lets  the  researcher  set  up  the  statis¬ 
tics  to  be  derived  for  an  experiment.  The  setup  includes  channel  and  functions, 
i.e.,  minimum,  maximum,  mean,  standard  deviation,  average  constant  error,  RMS 
constant  error,  filter,  outlier,  crossover,  differential,  time,  etc.  Also, 
factors  which  are  unique  identifiers  for  a  specific  data  segment  are  identi¬ 
fied  by  the  researcher.  This  information  is  stored  on  associated  disk  files 
and  needs  only  be  entered  once. 

The  statistics  routine  (STAT)  takes  a  setup  produced  by  I N IT  and  does  the 
statistical  analysis,  starting  at  a  specified  point  (time,  record,  marker)  and 
going  to  a  specified  end  point.  After  analysis,  each  segment  is  stored  sequen¬ 
tially  on  disk  if  that  option  is  chosen. 

The  general  purpose  routine  (GENERL)  allows  the  researcher  to  examine  a 
statistical  segment  previously  generated  on  a  disk  file.  The  researcher  can 
output  these  segments  to  the  SEL  computer  to  be  used  by  the  FACPLOT  program 
for  graphical  analysis. 
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INS TALLATON  AND  CALIBRATION 


Shown  in  Figure  I  is  the  HIMS-II  unit  installed  in  the  JUH-1H  aircraft. 
Its  location  allows  the  operator  to  observe  the  pilot  while  monitoring 
the  HIMS  and  Raydist  systems.  Refer  to  Appendix  I  for  the  installation 
procedi"  e . 

The  procedure  for  calibrating  the  aircraft  sensors  and  the  HIMS-II  elec¬ 
tronics  is  presented  in  Appendix  J. 


ERROR  EVALUATION  OF  HIMS-II  DATA 


Several  factors  affect  the  amount  of  error  in  the  raw  data  as  presented 
by  the  HIMS-II  unit.  These  include  not  only  the  accuracy  of  the  transducer 
and  the  stability  of  the  HIMS-II  signal  conditioning,  but  also  the  errors 
obtained  when  trying  to  relate  two  different  transducers--the  HIMS-II  sensor 
and  the  pilot's  i ndicator--each  with  their  own  linearity  and  hysteresis  errors 

Several  functions  monitored  by  the  HIMS-II  have  no  corresponding  pilot 
indicators.  These  are  the  control  positions,  angular  rates,  and  accelerations 
(flight  loadings).  The  control  positions  are  detected  by  linear  displacement 
transducers  which  have  operating  accuracies  of  approximately  1.0?'  full  scale. 
The  linearity  of  their  output  versus  control  movement  may  be  less  than  ideal 
due  to  the  method  of  installation.  However,  during  normal  flight  conditions 
the  controls  are  moved  only  in  a  small  subset  of  the  total  travel,  and  this 
mounting  nonlinearity  will  have  minimal  effect.  The  angular  rate  and  linear 
acceleration  transducers  have  errors  in  the  range  of  approximately  ±  21. 

Four  other  functions--low-range  airspeed  (LORAS)  velocity  vector,  LORAS 
longitudinal  airspeed,  LORAS  latitudinal  airspeed,  and  the  radar  altitude — 
provide  a  signal  to  the  HIMS-II  which  is  similar  to  that  driving  the  pilot's 
indicator.  Since  the  HIMS-II  is  calibrated  to  match  the  indicator  at  two 
points,  the  only  differences  between  recorded  and  indicated  values  would 
result  from  reading  errors  such  as  parallax  or  minute  nonlinearities  (un¬ 
known)  in  the  system's  output.  Of  course,  aircraft  system  malfunctions  will 
show  up  in  any  data  that  is  displayed  or  recorded. 

In  a  third  group  of  functions  (which  include  heading,  pitch,  roll,  rotor 
rpm,  barometric  altitude,  barometric  airspeed,  vertical  airspeed,  and  slip), 
each  channel  uses  a  different  sensor  to  provide  a  voltage  recorded  by  the 
HIMS-II.  Here  the  difference  between  the  recorded  and  pilot-indicated  values 
results  from  errors  inherent  in  both  sensors,  since  one  is  being  compared  to 
the  other,  and  not  both  to  a  known  standard. 

The  pitch,  roll,  and  heading  synchro  signals  are  processed  through  an 
intermediate  conversion  module  which  has  small  errors  of  several  minutes  of 
ai 


The  rotor  rpm  was  calibrated  to  match  the  pilot's  indicator  at  0  and 
325  rpm.  The  aircraft  system  typically  has  an  error  of  0.8,v  plus  reading 
error  caused  by  markings  at  only  every  20  rpm--plus  the  fact  that  two  needles 
overlap  on  the  indicator.  The  HIMS-II  frequency  converter  has  a  maximum  non¬ 
linearity  of  0.2  rpm;  therefore,  the  worst-case  difference  should  be  approxi¬ 
mately  2.6  rpm  at  the  input  to  the  HIMS-II. 

The  barometric  altitude  and  barometric  airspeed  cal ibrations--using  the 
pilot's  indicators  as  the  standard-produced  a  maximum  error  of  70  feet  and 
1.2  knots  again  as  measured  at  the  input  to  the  HIMS-II. 

The  vertical  airspeed  function,  as  calibrated  under  relatively  controlled 
conditions  (installed  on  HIMS-II  rack,  aircraft  in  hangar),  produced  maximum 
recorded  errors  of  less  than  100  feet  per  minute  (fpm)  from  the  indicated 
value.  The  unit's  rated  accuracy  is  ±  50  fpm  for  static  conditions. 

The  slip  transducer,  mounted  on  the  HIMS-II,  was  calibrated  in  flight  at 
the  one-ball  left  and  one-ball  right  conditions.  Due  to  the  instability  of 
the  pilot  indicator  and  internal  nonlinearities,  an  empirical  guesstimate 
of  error  is  ±  h  ball. 

The  signal  conditioning  circuitry  (filter  cards)  and  the  analog-to- 
digital  converter  in  the  HIMS-II  also  contribute  to  error  in  the  recorded 
data.  The  A-to-D  converter  specifications  based  on  manufacturer's  data  give 
the  following  errors: 

Resolution:  10  bits  or  %  0.12%  FS 

Linearity:  ±  0.025% 

Stability:  ±  0.039%  for  30°F-100°F 

Except  for  resolution,  these  errors  are  insignificant  when  compared  to  other 
system  errors. 

The  signal  conditioning  circuitry  was  developed  in-house  and  only  empir¬ 
ical  data  exists  on  stability.  This  data,  presented  in  Table  1,  was  obtained 
by  inserting  constant  voltages  into  the  HIMS-II  signal  conditioning  channels 
over  a  period  of  several  weeks.  Also  shown  is  the  effect  of  a  20°F  rise  in 
ambient  temperature  on  the  displayed  (and  recorded)  value.  The  root-sum- 
square  ( RSS )  total  is  given  in  the  last  column.  These  errors  are  related 
only  to  the  electronics  of  the  present  signal  conditioner  and  do  not  include 
those  in  the  sensors.  Though  each  channel  is  distinct  in  its  variability  and 
temperature  stability,  an  approximate  average  value  of  1.5%  of  full  scale 
could  be  used  as  a  bound  for  error  in  the  signal  conditioner. 


LIMITATIONS  IN  DATA  ACQUISITION 


The  error  specifications  given  for  a  sensor  or  recording  system  only 
apply  if  the  unit  is  operating  within  its  designed  or  calibrated  ranges. 
Likewise,  the  HIMS  will  record  accurately  only  if  it  is  operated  within  cer¬ 
tain  ranges.  The  method  of  calibration  also  will  affect  the  range  where  the 
HIMS-II  data  is  most  accurate.  Some  channels  are  calibrated  by  using  the  test 
feature  provided  on  the  pilot's  indicator  and  the  values  provided  may  cover 
only  a  small  portion  of  the  entire  range  of  the  indicator.  Other  channels 
are  calibrated  over  the  entire  range  of  operation. 

The  following  is  a  brief  discussion  on  the  limits  of  each  type  of  sen¬ 
sor  and  its  data  channel.  Awareness  of  these  will  assist  the  researcher/ 
operator  in  the  planning  and  data  gathering  phases  of  a  research  project. 

Rotor  RPM  --Set  to  measure  0  to  357  RPM. 

Baro  Altitude  --Currently  set  to  measure  -200  to  +2600  feet  MSL 

with  29.92  set  in  pilot's  altimeter.  (Other 
altimeter  settings  will  vary  these  extremes.) 

The  sensor  will  operate  to  altitudes  above  10,000 
feet. 

Baro  Airspeed  --Set  to  measure  from  30  knots  indicated  airspeed 

( KIAS )  to  approximately  120  KIAS.  The  sensor 
can  measure  from  30  to  210  KIAS. 

Control  Positions  --Due  to  the  method  used  to  mount  the  transducers, 

some  nonlinearity  and  variability  will  occur. 

These  channels  will  measure  the  entire  range  of 
control  movement. 

LORAS  --These  channels  are  calibrated  to  match  the  indica¬ 

tors  on  the  console  using  the  test  feature.  These 
test  values  are  approximately  0  and  9  KIAS  for  the 
lateral  signal  and  0  and  50  KIAS  for  the  longitud¬ 
inal  signal.  Neither  have  any  relation  to  the 
value  provided  by  the  barometric  airspeed  channel. 
Maximum  readings  are  -30  to  +30  KIAS  for  lateral 
and  -20  to  +120  KIAS  for  longitudinal  airspeed. 

Radar  Altitude  --The  calibration,  using  the  test  feature,  is  made 

at  the  values  of  0  and  110  feet.  The  best  agree¬ 
ment  in  data  recorded  versus  that  indicated  will 
be  at  these  lower  altitudes.  Maximum  reading  is 
set  for  1500  feet,  the  limit  of  the  altimeter. 

Vertical  Airspeed  --Set  for  the  range  of  0  ±  2000  feet  per  minute. 

The  sensor  for  this  channel  responds  much  more 
quickly  than  the  pilot's  indicator  causing  some 
disagreement  during  transitional  periods. 


Slip  — Calibrated  for  ±  1  ball  deflection.  The  in-flight 

calibration  is  somewhat  inaccurate  due  to  an 
unstable  reference. 

All  three  will  read  360°  of  rotation  even  though 
pitch  and  roll  only  use  a  small  portion  of  the 
range.  The  pilot's  attitude  indicator  has  a 
mechanical  offset  control  for  pitch  which  will 
change  the  relationship  of  the  pilot's  indication 
to  the  HIMS  data. 

Roll,  Pitch,  and  --These  are  set  to  read  ±  100°/second,  maximum. 

Yaw  Rates 

X,  Y,  and  Z  --The  X  and  Y  channels  will  read  approximately  ± 

Accelerations  2.5  ,j,  while  the  Z  axis  reads  ±  5  ,7,  maximum. 


Heading,  Pitch, 
and  Roll 
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Appendix  A 
AIRCRAFT  SENSORS 


There  are  a  variety  of  sensors  and  signal  converters  which  provide  volt¬ 
age  signals  to  the  H IMS- I I  for  display  and  recording.  The  following  is  a 
brief  discussion  of  these  units. 

Channel  0:  Rotor  rpm 

A  frequency-to-DC  converter,  mounted  in  the  JUH-1H  aircraft  nose  com¬ 
partment,  converts  the  rotor  tach-generator  signal  to  a  calibrated  DC  voltage 
between  0  and  5  volts. 

Channel  1:  Barometric  altitude 

This  pressure  transducer,  connected  to  the  aircraft  static  pressure 
line,  converts  the  absolute  barometric  pressure  to  movement  of  a  potentiometer 
wiper  arm.  The  5000-ohm  potentiometer  is  excited  by  a  regulated  +5V  DC  from 
the  H IMS- 1 1  chassis.  The  output  voltage  from  the  wiper  is  related  to  altitude 
and  is  calibrated  to  match  the  pilot's  altimeter  with  29.92  set  in  the  Kollsman 
window.  The  unit  measures  altitudes  up  to  10,000  feet. 

Channel  2:  Barometric  airspeed 


Similar  to  the  barometric  altimeter  transducer,  the  airspeed  trans¬ 
ducer  is  connected  to  ship's  static  and  pitot  pressure  lines,  and  measures 
impact  pressure.  It  is  a  potentiometer  device  with  its  output  voltage  cali¬ 
brated  against  the  pilot's  airspeed  indicator.  Conversion  to  indicated  air¬ 
speed  (from  impact  pressure)  is  done  by  the  computer.  Along  with  the  altitude 
transducer,  it  is  mounted  in  the  nose  compartment. 

Channels  3-7:  Control  posi tion  measurements 

The  cyclic  fore-aft,  cyclic  left-right,  collective,  throttle,  and 
pedal  positions  are  each  measured  with  string-type  potentiometer  position 
transducers.  These  5000-ohm  units  are  mounted  to  the  linkage  of  each  control 
below  the  aircraft  floorboards.  Also  excited  by  the  +5V  DC  supply  from  the 
H IMS- 1 1  chassis,  their  outputs  are  between  0  and  5  volts  and  related  to  the 
control  position. 

Channels  8-10:  Low-range  airspeed  (LORAS) 

These  three  signals--velocity  vector,  longitude,  and  lateral  air- 
speeds--are  obtained  from  the  LORAS  system.  The  velocity  vector  and  longi¬ 
tude  component  are  DC  voltages  with  a  scale  factor  of  20  knots/volt.  The 
lateral  component  is  specified  as  5  knots/volt. 


Channel  11:  Radar  Altitude 


Generated  by  the  R/T  unit  of  the  radar  altimeter  system,  this  DC 
voltage  is  calibrated  at  -4mv/foot.  The  differential  output  of  this  unit  is 
conditioned  to  a  single-ended  signal  by  an  amplifier  in  the  H IMS  - 1 1  filter 
chassis.  The  signal  is  valid  from  0  to  1500  feet  above  ground  level  (AGL) 
and  matches  the  pilot's  indication. 

Channels  12-17:  Sine/cosine  for  roll,  heading,  and  pitch 


The  synchro  and  reference  signals  from  the  aircraft  vertical  gyro  are 
converted  by  two  synchro-to-sin/cos  converter  modules  to  provide  sine  and 
cosine  signals  for  roll  and  pitch.  The  aircraft  directional  gyro  synchro 
signals  are  converted  to  provide  the  sine  and  cosine  signals  representing  head 
ing.  The  module  outputs  vary  between  -10  and  +10  volts. 


Channels  18-20: 


itch,  and  yaw  rates 


These  signals  are  obtained  from  three  rate  gyros  mounted  on  the 
HIMS-II  rack.  The  output  signals  come  from  the  wipers  of  three  5000-ohm 
potentiometers  which  are  excited  by  the  5  volt  supply  and  are  calibrated  from 
0  to  100  degrees/second. 

Channels  21-23:  X,  Y,  and  Z  accelerations 


Aligned  with  the  aircraft  X,  Y  and  Z  axes,  these  accelerometers  mea¬ 
sure  static  a  forces.  They  are  potentiometric  units  excited  by  5  volts  and 
are  located  on  the  HIMS-II  rack.  The  vertical  accelerometer  measures  up  to 
5  ys;  the  other  accelerometers  measure  to  2  gs . 

Channel  24:  Vertical  airspeed 

Also  mounted  on  the  HIMS-II  rack,  this  transducer  senses  a  change  in 
the  static  pressure  and  produces  an  output  very  similar  to  the  pilot's  VVI 
indication.  The  output  signal  has  a  nominal  value  of  2.0  V  per  1000  feet  per 
mi nute. 

Channel  25:  Slip 

This  signal  is  created  by  a  modified  turn  and  slip  indicator  mounted 
on  the  HIMS-II  rack.  The  output  voltage  is  related  to  the  deflection  of  the 
ball  in  the  indicator. 


Appendix  B 

STANDARD  CHANNEL  ASSIGNMENTS 


CHANNEL  UNITS  OF  NOMINAL  MEASUREMENT 

NUMBER  MEASURE  RANGE 


0 

1 

2 

3 

4 

5 

6 

7 

8 
9 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 
21 
22 

23 

24 

25 

26 

27 

28 

29 

30 

31 

32 

33 

34 

35 

36 

37 

38 

39 

40 

41 

42 


RPM 

0 

to 

360 

Rotor  Rate 

Feet 

0 

to 

10,000 

Barometric  Altitude 

Vol  ts 

0 

to 

5 

Airspeed  Sensor  Voltage  (See 

#64) 

-100 

to 

100 

Cyclic  Fore-Aft 

% 

-100 

to 

100 

Cyclic  Left-Right 

% 

0 

to 

100 

Collective 

of 

0 

to 

100 

Throttle 

% 

-100 

to 

100 

Pedal 

Knots 

0 

to 

120 

LORAS  Airspeed  (Resultant) 

Knots 

-20 

to 

120 

LORAS  Airspeed  (Fore- Aft) 

Knots 

-30 

to 

30 

LORAS  Airspeed  (Left-Right) 

Feet 

0 

to 

1500 

Radar  Altitude 

Pure# 

-1 

to 

1 

Sine  of  Roll  Angle 

Pure# 

-1 

to 

1 

Cosine  of  Roll  Angle 

Pure# 

-1 

to 

1 

Cosine  of  Heading  Angle 

Pure# 

-1 

to 

1 

Sine  of  Heading  Angle 

Pure# 

-1 

to 

1 

Cosine  of  Pitch  Angle 

Pure# 

-1 

to 

1 

Sine  of  Pitch  Angle 

Deg/Sec 

-100 

to 

100 

Roll  Rate 

Deg/Sec 

-100 

to 

100 

Pitch  Rate 

Deg/Sec 

-100 

to 

100 

Yaw  rate 

G 

-2 

to 

2 

X  Acceleration  (Fore-Aft) 

G 

-2 

to 

2 

Y  Acceleration  (Left-Right) 

G 

-5 

to 

5 

Z  Acceleration  (Up-Down) 

Ft/Mi n 

-2000 

to 

2000 

Vertical  Airspeed 

BALL 

-1.00 

to 

1.00 

Slip  (BALL) 

- 

- 

General  Purpose  BNC  Connector 

#26 

- 

- 

n  ii  ii  n 

#27 

- 

- 

M  ii  ii  ii 

#28 

- 

- 

li  n  ii  n 

#29 

- 

- 

Ii  li  ii  li 

#30 

- 

- 

ii  ii  n  n 

#31 

- 

- 

li  n  ii  n 

#32 

- 

- 

if  n  fl  n 

#33 

- 

- 

II  II  It  ti 

#34 

- 

- 

ii  li  il  ii 

#35 

- 

- 

ii  ii  n  ii 

#36 

- 

- 

li  ii  n  ii 

#37 

- 

- 

ti  n  ii  ii 

438 

- 

- 

ii  n  ii  ii 

#39 

- 

- 

ti  ii  ii  ii 

4  40 

- 

- 

n  ii  ii  ii 

#41 

- 

- 

ii  ii  it  ii 

442 

23 


CHANNEL 

NUMBER 


UNITS  OF 
MEASURE 


NOMINAL 

RANGE 


MEASUREMENT 


43 

- 

_ 

44 

- 

- 

45 

- 

_ 

46 

- 

_ 

47 

- 

_ 

48 

- 

49 

- 

_ 

50 

- 

_ 

51 

- 

- 

52 

- 

_ 

53 

- 

_ 

54 

- 

_ 

55 

- 

- 

56 

Clocks 

0 

to 

1023 

57 

Pure# 

1 

to 

1023 

58 

Pure# 

0 

to 

1023 

59 

Pure# 

0 

to 

1023 

60 

Counts 

0 

to 

1023 

61 

Counts 

0 

to 

1023 

62 

Counts 

0 

to 

1023 

63 

Counts 

0 

to 

1023 

64' 

Knots 

0 

to 

120 

65 

Deg 

0 

to 

360 

66 1 

Deg 

Deg 

-180 

to 

180 

67 

-180 

to 

180 

68 

KM 

9 

to 

26 

69j 

KM 

36 

to 

51 

General  Purpose  BNC  Connector  #43 
General  Purpose  BNC  Connector  #44 

11  "  11  "  #45 

"  "  "  "  #46 

"  "  "  "  pt 17 

"  "  "  "  #48 

"  "  "  "  pag 

"  "  "  "  *50 

"  "  "  "  #51 

ii  n  ii  n  ^2 

n  H  n  n  ^3 

"  "  "  "  #54 

"  "  "  "  pc^ 

Scan  Counter 

Marker  Counter 

Trap  Counter  (Vector  360) 

Tape  Error  Counter 
HI  Order  Raydist  Red  Lane  Count 
LO  Order  Raydist  Red  Lane  Count 
HI  Order  Raydist  Green  Lane  Count 
LO  Order  Raydist  Green  Lane  Count 
Indicated  Airspeed  (Calculated) 
Heading  Angle  (Calculated) 

Pitch  Angle  (Calculated) 

Roll  Angle  (Calculated) 

East-West  Map  Coordinate  (X) 
North-South  Map  Coordinate  (Y) 


Appendix  C 

FILTER  CARD  CALIBRATION  PROCEDURE 


1.  Mount  patch  panel  P2  (labeled  "HIMS-II  CAL")  on  the  analog  computer. 
Connect  the  inputs  and  outputs  of  the  filter  card  test  module  to  the  appro¬ 
priately  labeled  BNC  connectors  on  the  patch  panel.  Refer  to  analog  schematic 
drawing  #2  (in  the  computer  room)  if  necessary. 

2.  Activate  program  CALFILTR. 

3.  Respond  to  the  questions  asked  by  the  program.  The  features  which  are 
available  are: 

a.  Adjust  attenuation  and  offset  of  any  of  the  five  channels  on  the  card. 
You  specify  the  two  calibration  voltages.  All  adjustments  to  the  card  are 
prompted  by  the  program. 

b.  Measure  input  and  output  voltages  for  N  steps  (you  specify  N)  from 
the  lower  calibration  voltage  to  the  higher  calibration  voltage.  Determine 
the  best  calibration  constants  (slopes  and  normals)  by  the  method  of  least 
squares . 

c.  Graph  all  measurements  so  as  to  show  deviation  from  linearity,  noise 
level,  breakdown  points  (if  any),  and  low  frequency  drift. 


Appendix  D 

SAMPLE  HIMS-II  STANDARD  CALIBRATION  SHEET 


The  latest  edition  of  the  HIMS-II  standard  calibration  sheet  can  be  ob 
tained  from  the  line  printer  in  the  computer  center  by  activating  program 
HIMS2CAL  from  any  terminal.  See  computer  listing  on  next  Dage. 


M1M$-11  STANOARO  CALIBRATION  DATA 
ISON  CALIBRATION  FILTER  OUTI 


1 


t- 

N 
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Appendix  E 
TAPE  DATA  FORMAT 


HEADER  RECORD: 


800  Words 


WORD  P 

1 

2  -  3 
4 

5  -  40 
41  -  552 


553  -  584 


58b  -  617 
618 

619  -  682 

683 

684 

685 

686 

687 

688 
689 

690  -  708 

709 

710 

711 

712  -  800 


Descri ption 
Release  Number 
ASCII  String  "Head" 

Number  of  Characters  in  Header 
User-Supplied  Head  (Up  to  72  Characters) 

64-Entry  Array  as  Follows: 

Channel  Name  -  4  Words  (8  Characters) 

Real  Slope  -  2  Words 
Real  Normal  -  2  Words 

64-Entry  Byte  Array  (Contains  Channel  Sample  Period;  a  Zero 
Means  the  Channel  is  not  Selected  for  Sampling) 

Number  of  Channels  Selected  for  Display 

64-Entry  Byte  Array  (Contains  Channel  Display  Flag) 

Channel  Pointer  to  "Recent" 

64-Entry  Array  Containing  Most  Recent  Channel  Data 
Maximum  Number  of  Channels  (64) 

Scratch 

Maximum  Sample  Period  (40) 

Number  of  Bytes  of  Data  Per  Tape  Record  (1000) 

Number  of  Tape  Data  Records  Per  Track  (512) 

Initial  Tape  Drive  (1) 

Initial  Tape  Track  (1) 

Scratch 

Starting  Month,  Day  (1  Byte  Each) 

Starting  Hour,  Minutes  (1  Byte  Each) 

Starting  Year,  Seconds  (1  Byte  Each) 

Future  Expansion 


(1  Byte  Each) 
(1  Byte  Each) 


DATA  RECORD: 


504  Words 


WORD  if 


Description 


1  -  500  Tagged  Channel  Data  (6  Bit  Channel  P , 

501  Current  Month  and  Day  (1  Byte  Each) 

502  Hours  and  Minutes  (1  Byte  Each) 

503  Year  and  Seconds  (1  Byte  Each) 

504  Tape  Record  Number 


10  Bits  Data) 


Appendix  r 

RAYDIST  INITIALIZATION 


The  procedure  for  Raydist  initial ization  is  as  follows: 

1.  Insure  that  all  units  in  the  navigation  system  have  been  on  for  at 
least  10  minutes  (four  base  station  transmitters,  RA-89  receiver,  and  GA-62 
position  indicator).  The  GA-62  must  be  in  "track"  mode  with  the  integration 
selector  in  position  2  for  anticipated  flight  speeds  of  less  than  100  knots, 
or  position  3  for  speeds  greater  than  100  knots  (up  to  160  knots).  Check  that 
the  RA-89  channel  selector  is  in  the  "1"  position. 

2.  Position  the  aircraft  precisely  at  or  directly  above  the  known  ground 
position.  Find  the  altitude  which  produces  the  most  stable  display  on  the 
GA-62  position  indicator  and  hover  there  until  initialization  is  complete. 

3.  Set  the  lane  coordinates  for  the  known  ground  position  into  the  thumb¬ 
wheels  on  the  GA-62  position  indicator.  (See  Table  F-l  for  lane  counts  and 
map  coordinates  for  several  significant  terrain  features.)  Push  the  preset 
button . 

4.  Note  that  the  last  two  digits  of  each  coordinate  do  not  preset  to  the 
thumbwheel  value.  The  last  two  thumbwheel  settings  must  be  varied  (push  the 
preset  button  each  time)  until  the  GA-62  display  exactly  matches  the  known 
lane  coordinates.  (For  the  last  two  digits,  the  2-digit  thumbwheel  number  is 
a  constant  which  the  GA-62  position  indicator  adds  to  a  number  contained  with¬ 
in  its  electronics.  Any  carry  into  the  third  digit  is  lost  since  the  third 
digit  is  preset  exactly  to  the  thumbwheel  value.)  For  example,  after  you  have 
entered  the  known  lane  count  into  the  thumbwheel  and  pressed  the  preset  button, 
if: 

T  =  Original  thumbwheel  number  (last  2  digits) 

N  =  Known  lane  count  (last  2  digits) 

D  =  Display  number  (last  2  digits) 

X  =  New  thumbwheel  number  (last  2  digits) 

Then : 

X  =  T  +  N  -  D  (Use  last  2  digits  only) 

6.  Initialization  is  complete  when  both  the  red  and  green  displays  match 
the  known  lane  counts  at  the  same  time. 


TABLE  F-l 

MAP  AND  RAYDIST  LANE  COORDINATES  OF  SOME  PROMINENT 
TERRAIN  FEATURES  IN  THE  HIGHFALLS  AREA 


MAP  COORDINATES 

RAYDIST  LANE  COUNT  KILOMETERS 


TERRAIN  FEATURES 

RED 

GREEN 

E-W 

N-S 

Hightails  Runway 

Origin 

200000 

200000 

14.69 

40.17 

90  Deg  Road  Turn 

CK  #1 

200110 

199366 

14.58 

40.47 

Road  Intersection 

CK  #2 

200376 

198420 

14.45 

40.94 

Wesley  Branch  Bridge 

CK  # 3 

197264 

195308 

12.51 

41.35 

Road  Intersection 

CK  #4 

202858 

192508 

13.85 

43.90 

Barnes  Creek-Choc.  River 

CK  #5 

207072 

191660 

15.20 

45.32 

Barnes  Creek  Bridge 

CK  #6 

207134 

195566 

16.25 

43.88 

Fellowship  Church 

CK  #7 

211086 

201284 

19.37 

42.75 

Barnes  Creek  Junction 

CK  #8 

211704 

202856 

20.12 

42.30 

Road  Intersection 

CK  #9 

209030 

206094 

19.86 

40.43 

Road-Power  Line 

CK  #10 

206964 

209868 

38.46 

Road  Intersection 

CK  #11 

206192 

199678 

16.96 

42.09 

Road  Intersection 

CK  #12 

195378 

199606 

12.85 

38.83 

Creek  Intersection 

CK  #13 

192964 

194378 

40.61 

Road  Intersection 

CK  #14 

195836 

190436 

42.89 

Barrow  Pits 

CK  #15 

199486 

186250 

45.39 

Bridge 

CK  #16 

203306 

178684 

Sm'  ’jC  n 

49.10 

Broxson  Creek  Junction 

CK  #17 

207028 

181752 

12.55 

48.99 

Road  Intersection 

CK  #18 

214618 

185592 

16.34 

50.14 

Choctawhatchee  River 

CK  #19 

209292 

187976 

15.05 

47.33 

Appendix  G 

POWER-IJP  AND  COMPUTER  BOOTSTRAP 


1  he  process  of  loading  the  H IMS- 1 1  data  acquisition  program  from  a  tape 
is  called  bootstrapping.  This  is  accomplished  by  placing  the  program  tape  in 
the  left  drive  and  then  executing  the  bootstrap  program  starting  at  location 
170000,.  The  entire  data  acquisition  program  then  is  transferred  to  memory 
beginning  at  location  500„,  an  operation  which  takes  about  10  seconds.  The 
step-by-step  procedure  is  as  follows: 

1.  Position  the  CPU  switch  to  "RUN  ENABLE,"  and  the  clock  switch  to 

"orr." 

2.  Insure  proper  28V  DC  and  115V  AC,  60  Hz  power  is  available  (check  the 
i nverter  output  for  stability). 

3.  Turn  on  the  power  for  the  terminal,  tape  unit,  computer,  calibration 
box,  and  Raydist  system  (if  used). 

4.  Allow  warmup  of  15  minutes. 

5.  Insert  the  program  tape  in  the  left  drive;  check  that  the  busy  light 
is  off. 

6.  Enter  through  the  keyboard:  170000G 

If  the  computer  halts  immediately  (without  moving  the  tape)  with  the 

display: 

170000 

o 

Then  press  the  letter  P  on  the  keyboard  (do  not  hit  return).  If  it 
halts  with  any  other  display,  then  re-enter  170000G. 

7.  Wait  about  19  seconds  for  the  program  to  load.  If  the  load  was  suc¬ 
cessful,  the  program  will  clear  the  screen  and  display  the  list  of  program 
commands  while  also  rewinding  and  ejecting  the  tape  cartridge.  If  the  load 
was  not  successful,  up  to  10  retries  automatically  will  be  attempted.  These 
reattempts  may  be  halted  at  any  time  by  pressing  the  "break"  key. 

8.  Once  ejected,  remove  the  program  tape  and  store  it  in  a  safe  place. 

9.  Proceed  with  the  calibration  and  data  acquisition  functions  as 
explained  in  the  Operator  Commands,  Appendix  H. 


Appendix  I! 
OPERATOR  COMMANDS 


(The  following  section  has  been  written  as  if  the  reader  is  the  operator.) 
When  the  command  list  is  visible  on  the  screen,  execute  each  of  the  comments 
by  entering  its  number  and  a  carriage  return. 

COMMAND  0.  AUTO  CALIBRATE 

This  feature  allows  for  calibration  of  the  HIMS-II  signal  conditioner, 
A/D  converter,  and  computer  systems  by  the  method  of  voltage  substitution. 

Tor  each  of  the  first  26  channels,  the  calibration  box  provides  two  constant 
voltages  which  have  been  equated  to  engineering  units.  At  the  beginning  of  a 
data  gathering  session,  the  computer  samples  these  voltages  and  calculates 
slope  and  normal  calibration  constants.  These  values  will  be  used  for  that 
session  and  will  compensate  for  small  changes  in  the  data  voltages  due  to 
temperature  and  long-term  drift. 

The  following  steps  describe  the  calibration  procedures: 

a.  Follow  the  instructions  as  prompted  on  the  terminal.  These 
include  turning  the  HIMS-II  clock  switch  on  and  positioning  the  HI/LC  calibra¬ 
tion  switch  on  the  calibration  box. 

b.  Cnee  both  the  high  and  low  values  have  been  read  in  by  the  com¬ 
puter,  the  terminal  will  display  any  errors.  These  represent  changes  in  slope 
or  normal  beyond  specified  tolerances.  They  also  can  be  an  excessively  noisy 
signal.  Record  any  errors  displayed  (note  channel  number)  for  later  diagnos¬ 
tic  work.  Critical  data  channels  which  display  an  error  must  be  corrected 
before  data  gathering. 

c.  For  each  channel  with  an  error  displayed,  the  operator  can  ac¬ 
cept  the  new  slope  and  normal  values  by  entering  a  Y  (yes),  or  use  the  old 
values  by  entering  an  N  (no). 

d.  When  completed  with  the  auto  calibration,  save  the  program  on  an¬ 
other  tape  (not  the  program  master  first  loaded  in).  Use  this  tape  for  sub¬ 
sequent  data  gathering. 

e.  Disconnect  the  "A"  cable  from  the  calibration  box  and  connect  it 
to  the  aircraft  console.  Remove  the  "C"  and  "D"  cables  from  the  calibration 
box  and  connect  the  proper  HIMS-II  cables.  This  will  restore  the  HIMS-II  for 
normal  data  gathering. 

COMMAND  1 .  HEADER 

Displays  the  old  header  arid  allows  you  to  change  it.  The  header  is 
a  72-character  siring  which  is  written  on  the  first  record  of  a  data  tape 


>■> 


when  command  If 3  is  executed.  You  can  use  this  string  to  specify  experimental 
factors  which  can  be  retrieved  and  used  by  the  processing  program.  The  lay¬ 
out  you  use  should  be  carefully  planned  and  coordinated  with  computer  and 
statistical  support  personnel.  Above  all,  you  should  be  consistent  from  one 
data  acquisition  session  to  the  next. 

NOTE:  The  proper  header  must  be  entered  before  data  acquisition  and 
storage  to  tape  is  begun. 

COMMAND  2.  START  A/D  ONLY 

Enables  data  acquisition  without  storage  to  tape.  Actual  acquisition 
begins  when  you  turn  the  clock  switch  on  (begins  immediately  if  the  clock  is 
already  on).  If  you  hit  an  extra  return  after  this  command,  the  program  will 
execute  command  #5.  Pressing  the  letter  M  on  the  keyboard  (do  not  hit  return) 
or  activating  the  marker  pushbutton  increments  the  marker  counter  which  occu¬ 
pies  data  channel  # 57.  The  program  sets  this  counter  to  1  when  data  acquisi¬ 
tion  is  enabled  with  command  #2  or  §3.  While  data  is  being  displayed  as  a 
result  of  command  § 5,  you  can  increment  the  marker  counter  without  disturbing 
the  display. 

COMMAND  3.  START  A/D  AND  TAPE 

Enables  data  acquisition  with  storage  to  tape.  The  program  writes 
the  header  record  to  tape  at  this  time.  If  the  program  detects  an  error 
while  writing  the  header,  you  will  be  asked  what  to  do.  The  choices  are, 
in  preferred  order: 

a.  Put  in  a  new  tape  cartridge  and  tell  the  program  to  retry. 

b.  Tell  the  program  to  retry  (with  the  same  tape). 

c.  Tell  the  program  to  try  to  write  the  header  on  the  next  physical 
tape  record.  This  is  a  last  resort  and  should  be  used  only  if  there  are  no 
more  tapes  or  the  ones  you  have  cannot  be  shuffled  so  that  the  first  one  is 
good. 

After  the  header  record  is  written  successfully,  you  can  start  data 
acquisition  by  turning  on  the  clock  switch.  If  the  clock  is  already  on,  data 
acquisition  will  begin  immediately.  Recovery  of  tape  errors  during  data  ac¬ 
quisition  is  not  possible;  however,  the  number  of  errors  detected  by  the  pro¬ 
gram  can  be  monitored  (data  channel  #59 ) .  If  this  channel  increases  regu¬ 
larly  or  gets  above  10  or  so,  you  have  a  serious  tape  problem  and  may  as  well 
stop  and  determine  the  cause.  If  you  hit  an  extra  return  after  this  command, 
the  program  will  execute  command  It 5. 

COMMAND  4.  STOP  A/D 

Disables  data  acquisition.  If  tape  output  is  in  progress,  the  pro¬ 
gram  writes  an  EOF  on  the  tape  and  rewinds  and  ejects  both  tape  cartridges. 


The  program  does  not  record  the  last  tape  buffer,  so  you  should  wait  a  few 
seconds  after  the  last  event  you  want  to  record  before  you  execute  this 
command. 

COMMAND  5.  DISPLAY  DATA 

The  program  displays  the  most  recent  values  in  the  data  channels  you 
have  selected  for  display  using  contnand  #7.  The  program  also  shows  the 
header,  the  elapsed  time  in  minutes  and  seconds,  the  number  of  tape  records 
remaining  until  a  track  switch,  the  time  of  day  taken  from  the  date/time  card, 
the  current  tape  track  number,  the  Raydist  red  lane  count  (left  display),  and 
the  Raydist  green  lane  count  (right  display). 

Hit  return  to  go  from  display  mode  to  the  command  list. 

COMMAND  6.  SET  UP  CHANNELS  TO  A/D 

Allows  you  to  add  a  channel  to  the  list  of  channels  to  be  sampled  or 
to  restart  the  list  with  the  channel  entered.  As  each  channel  is  selected, 
you  enter  the  sample  period  in  clock  counts,  where  a  clock  count  is  50  milli¬ 
seconds  (1/20  sec).  The  recommended  responses  are:  1,  2,  4,  5,  10,  20,  and 
40  which  correspond  to  sample  rates  of:  20,  10,  5,  4,  2,  1,  and  .5  samples 
per  second,  respectively.  Any  channel  between  0  and  63  can  be  selected.  The 
Standard  channel  assignments  are  given  in  Appendix  B.  Enter  a  channel  number 
of  99  to  exit  this  command. 

COMMAND  7.  SET  UP  CHANNEL  DISPLAY 

Allows  you  to  add  a  channel  to  the  list  of  channels  to  display  or  to 
restart  the  list  with  the  channel  entered.  Enter  a  channel  number  of  99  to 
exit  this  command.  This  list  may  contain  up  to  20  channels.  This  command  is 
convenient  for  finding  out  what  the  current  display  selections  are,  as  follows 

a.  Execute  the  command 

b.  Hit  return  (to  add  channels) 

c.  Observe  current  list 

d.  Hit  return  (to  exit  command) 

COMMAND  8.  CALIBRATE 

Sets  up  the  constants  (slopes  and  normals)  of  the  linear  function 
for  each  data  channel  which  is  used  to  calculate  engineering  units  from 
analog-to-digital  converter  counts.  Three  means  are  provided:  standard, 
field,  and  normal-only  calibration.  Remember  that  any  new  calibration  con¬ 
stants  must  be  determined  before  data  acquisition  is  started  so  that  the  new 
values  will  be  recorded  in  the  header. 


STANDARD  CALIBRATION: 


Cuter  the  slope  and  normals  through  the  keyboard.  The  values 
are  taken  from  the  most  recent  calibration  sheet  (obtained  from  the  computer 
center  by  activating  program  HIMS2CAL).  A  sample  calibration  sheet  is  in¬ 
cluded  at  Appendix  D. 

FIELD  CALIBRATION: 

The  channel  to  be  calibrated  is  driven  to  two  points  for  which 
the  measurement  is  known  in  engineering  units.  At  each  point  you  should  sam¬ 
ple  the  channel  until  you  are  satisfied  that  the  value  is  constant.  (The 
value  displayed  uses  the  "old"  slopes  and  normals  and  may  not  be  near  the 
value  to  be  set.)  Then  you  enter  the  desired  value  in  engineering  units. 

When  both  points  have  been  set,  the  old  and  new  slopes  and  normals  are  dis¬ 
played  and  you  are  asked  to  verify  that  the  new  slopes  should  be  used. 

NORMAL-ONLY  CALIBRATION: 

Same  as  the  field  calibration  except  that  only  one  data  point  is 
sampled.  This  point  will  affect  only  the  "normal"  or  zero  offset  value.  Use 
this  for  correction  of  barometric  altitude  to  make  the  displayed  value  agree 
with  the  pilot's  indication  since  changes  in  the  altimeter  setting  will  cause 
the  computed  and  the  pilot's  indicated  values  to  differ. 

NOTE:  You  must  execute  command  #2  (start  A/D  only)  before  the  cali¬ 
brate  command  if  you  are  going  to  do  a  field  or  normal-only  calibration. 

COMMAND  9.  SAVE  PROGRAM 

This  command  provides  a  means  for  saving  the  program  and  the  current 
values  of  all  program  parameters.  Actually,  the  entire  memory  from  location 
500  through  the  top  of  memory  is  saved.  A  new  tape  (which  is  not  "safe") 
should  be  inserted  in  the  left  drive.  Retries  are  attempted  in  case  of  tape 
errors . 

COMMAND  10.  PRETENSION  TAPE 

This  command  spaces  the  tape  in  the  left  drive  forward  until  end-of- 
tape  is  detected,  then  does  a  high-speed  rewind.  The  tape  drive  manufacturer 
claims  that  older  tapes  can  be  read  or  written  more  reliably  if  this  operation 
is  performed  just  before  the  tape  is  used. 

COMMAND  11.  (SET  ONBOARD  CLOCK) 

This  unadvertised  command  is  used  to  set  the  date  and  time  on  the 
date/time  card.  This  command  should  be  needed  only  if  the  battery  on  the 
date/time  card  becomes  discharged.  This  battery  is  charged  whenever  the  com¬ 
puter  power  is  on  and  has  an  expected  life  of  3  months  between  complete 
charges . 
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COMMAND  12.  (LOAD  BOOTSTRAP) 


This  unadvertised  command  sets  up  a  bootstrap  program  beginning  at 
memory  location  400.  (It  saves  you  the  trouble  of  entering  the  bootstrap 
through  the  keyboard.)  Use  this  command  if  you  suspect  that  something  is 
wrong  with  the  program  you  are  using.  However,  if  the  bootstrap  PROM  is  in¬ 
stalled,  use  of  this  feature  is  not  required. 

COMMAND  13.  (NO  TERMINAL) 

This  unadvertised  command  inhibits  further  input  from  the  key¬ 
board  and  further  output  to  the  screen.  This  would  be  the  last  command  used 
on  the  ground  to  initialize  a  system  which  would  run  unattended  during  flight 

COMMAND  14.  (PLAYBACK) 

This  unadvertised  command  is  used  when  the  program  is  run  on  the 
laboratory-based  development  system  to  read  data  from  tape  and  transmit  it  to 
the  SEL-85  hybrid  computer  for  a  verification  printout.  This  option  is  no 
longer  needed  due  to  development  of  PDP-11  based  data  reduction  software. 

COMMAND  15.  (LAB  DEVELOPMENT  SYS) 

This  unadvertised  command  is  used  to  inform  the  program  that  data 
acquisition  hardware  is  not  present.  This  command  enables  you  to  run  the 
HIMS-II  program  on  a  laboratory-based  PDP-11/03  system  for  training  or  debug¬ 
ging  purposes. 


Appendix  I 

INSTALLATION  PROCEDURE 


After  securing  the  H IMS- 1 1  rack  and  Raydist  receiver  (if  used)  to  the 
aircraft,  perform  the  following: 

1.  Insure  that  both  H IMS- 1 1  power  switches  are  off  and  make  the  follow¬ 
ing  electrical  connections: 

a.  Attach  ground  straps  from  the  HIMS-II  rack,  the  Raydist  chassis, 
and  the  60  Hz  inverter  to  the  lug  behind  the  copilot's  seat. 

b.  Connect  the  HIMS-II  power  (+28 V  DC  and  115V  AC)  cables  to  the 
aircraft  console  connectors.  Connect  the  cable  from  the  HIMS-II  "A"  connector 
to  the  console  connections.  If  the  calibration  box  is  used,  route  the  "A" 
connector  cable  to  the  calibration  box  (instead  of  the  console)  and  connect 
the  power,  "C"  and  "D"  cables  from  the  box  to  the  HIMS-II. 

c.  Run  the  Raydist  signal  cables  to  the  HIMS-II.  Attach  the  antenna 
coax  cable  to  the  Raydist  receiver. 

d.  Insure  that  the  +28V  DC  input  and  115V  AC,  60  Hz  output  connec¬ 
tions  are  made  at  the  inverter. 

2.  Proceed  with  the  power-up  and  computer  bootstrap  instructions  given 
in  Appendix  G. 


Appendix  J 
MIMS- 1 1  CALIBRATION 


The  recommended  procedures  for  calibration  of  various  H IMS- 1 1  data 
channels  are  given  below.  In  all  cases,  allow  a  warmup  period  of  at  least 
15  minutes  for  the  H IMS- II. 

CH  0.  Rotor  RPM:  The  frequency- to-DC  converter  is  adjusted  in  the  shop 
to  an  output  of  5.0  VDC  for  110r/  RPM,  which  equals  77  Hz  in  the  converter. 

Load  the  output  to  simulate  the  H IMS- 1 1  channel  loading.  Obtain  slope  and 
normal  for  this  channel  by  using  the  field  calibration  (2-point)  technique 
with  rotor  stopped  and  at  the  normal  in-flight  value  (325  RPM).  Measure  the 
voltages  directly  with  the  H IMS- 1 1  or  with  a  digital  voltmeter  (DVM)  and  use 
voltage  substitution  at  a  later  time.  Be  sure  the  DVM  readings  are  obtained 
with  the  H I MS- 1 1  connected  to  the  converter  output. 

CH  1.  Barometric  Altitude:  Determine  the  altitude  transducer  character¬ 
istics,  using  the  pilot's  indicator  as  the  standard,  by  using  a  pitot-static 
tester.  Connect  the  transducer  and  pilot's  altimeter  (disconnect  all  other 
indicators)  to  the  vacuum  side  of  the  P-S  tester.  Set  29.92  in  the  altimeter 
to  reference  the  calibration  to  pressure  altitude.  Exercise  the  units  several 
times  before  calibration  to  reduce  frictional  errors.  With  the  HIMS-II  ener¬ 
gizing  the  transducer  and  using  the  pilot's  altimeter  as  the  standard,  record 
transducer  output  voltages  for  various  altitudes  within  the  operating  range. 
(Currently  the  HIMS-II  is  set  to  record  altitudes  up  to  2600  feet.)  Record 
voltages  for  both  the  increasing  and  decreasing  directions.  Repeat  several 
times  to  increase  the  confidence  level  of  the  data.  Use  a  simple  regression 
technique  to  fit  the  data  to  a  best  straight  line.  The  slope  and  normal  for 
the  HIMS-II  can  then  be  obtained  by  combining  the  transducer  slope/normal  with 
the  filter  card  slope/normal. 

For  example: 

The  best  straight  line  for  the  transducer  output  (in  volts)  is 

VT  =  0.0411  +  0.0004438  X  ALT  (Ft) 

The  filter  card  output  is 

“out  =  °-224  *  3'955  X  vin 

Combining  the  two  equations  (Vj  =  Vin)  gives 

Vout  -  0.3984  +  0.001755  X  ALT  (Ft) 

Since  one  volt  equals  204.91  counts  in  the  analog-to-digi tal  converter, 
the  HIMS-II  slope  (in  engineering  units/count)  would  be: 
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X 


2.7807 


204.91  CNT  0.001755  v 

The  normal  (in  engineering  units)  is  the  displayed  value  with  zero  volts 
into  the  A/D  converter.  This  is  the  negative  of  the  voltage  normal  expressed 
in  EUs: 


0.3984  v 
0.00177  v 


227.85  FT 


or  -227.85  feet. 


These  values  of  slope  and  normal  are  inserted  into  the  H IMS -I I  using  the 
standard  calibration  procedure. 

CH  2.  Barometric  Airspeed:  The  airspeed  transducer  is  calibrated  in  a 
manner  similar  to  the  altitude  unit.  Connect  it  and  the  pilot's  airspeed 
indicator  to  the  pressure  side  of  the  pitot-static  tester.  After  exercising 
both  devices,  use  a  DVM  to  measure  the  transducer  output  at  various  airspeeds, 
in  both  increasing  and  decreasing  directions,  using  the  pilot's  indicator  as 
the  standard.  Repeat  measurements  several  times.  Using  a  simple  regression 
technique,  fit  the  data  to  the  best  function  describing  the  points.  The  cur¬ 
rently  used  airspeed  transducer  actually  measures  impact  pressure  (Qc),  there¬ 
fore  its  output  appears  as  an  exponential  curve  with  respect  to  airspeed. 

Two  calculations  are  involved  with  the  airspeed  function,  the  first  being 
the  airspeed  transducer  voltage  (CH  2)  and  the  second,  the  actual  airspeed 
value  (CH  64).  Calibration  of  channel  2  merely  involves  using  a  voltage  sub¬ 
stitution  at  two  points  within  the  transducer  output  range.  Use  the  field  cal 
technique.  Channel  64  uses  the  output  of  channel  2  and  constants  derived  from 
the  regression  procedure. 

For  example: 


The  best  fit  curve  for  the  transducer  output  is 
VT  =  0  25461  X  e  °-01657  X  AIRSPEED  (KTS) 

If  channel  2  has  a  display  based  on  the  A-D  output  (in  counts)  of 
Vout  =  0.3268  +  0.0015  X  (COUNTS) 


then  solving  for  airspeed  in  the  first  equation  and  inserting  the 
effect  of  channel  2  gives 


AIRSPEED  (KTS)  =  - 


In  ((0.3268  +  0.0015  X  C0UNTS)/0. 25461] 
0.01657 


This  result  is  displayed  as  channel  64. 


CH  3-7.  Cyclic  Fore-Aft,  Cyclic  Left-Right,  Collective,  Throttle,  and 
Pedal  Positions:  These  channels  are  all  calibrated  in  a  similar  manner.  Use 
the  field  calibration  procedure  on  the  HIMS-II  to  measure  transducer  output 
with  the  controls  at  their  extreme  travel  positions.  These  two-point  cals 
are  normally  equated  with  percent  of  control  movement,  as  shown  below: 


CH 

3 

CYC  F-A 

CH 

4 

CYC  L-R 

CH 

5 

COLL 

CH 

6 

THR0T 

CH 

7 

PEDAL 

CH 

8-11. 

LORAS 

Fwd  =  +1007 ;  Aft  =  -1007 
Left  =  -100%;  Right  =  +100% 

Down  =  0%;  Up  =  +  100% 

Closed  =  0%;  Open  =  +100% 

Left  =  -100%;  Right  =  +100% 

Velocity  airspeed,  LORAS  Longitudinal  airspeed,  LORAS 
Latitudinal  airspeed,  and  Radar  Altitude:  These  four  functions  have  convenient 
test  provisions  built  into  the  pilot's  indicator  systems  which  are  used  for 
calibration.  For  the  three  LORAS  channels,  the  calibration  (two-point  field 
cal)  must  be  done  on  the  ground  in  calm  wind  conditions  to  obtain  stable  read¬ 
ings.  Also,  the  LORAS  unit  should  be  warmed  up  as  much  as  possible  (10  minute 
maximum  operation  on  the  ground).  For  each  channel,  measure  the  "zero"  and 
test  positions  with  the  HIMS-II,  entering  the  reading  on  the  indicator,  and 
allowing  the  HIMS-II  to  calculate  the  slope  and  normal. 


The  radar  altitude  channel  is  calibrated  in  a  similar  manner,  using  the 
HIMS-II  to  measure  "zero"  and  test  position  readings.  Enter  whatever  the 
pilot's  indicator  reads  at  each  point  into  the  HIMS-II  field  cal  routine. 

CH  12-17.  Sine  Roll,  Cosine  Roll,  Cosine  Heading,  Sine  Heading,  Cosine 
Pitch,  and  Sine  Pitch:  These  six  channels  all  are  calibrated  using  the  two- 
point  field  cal  technique.  Use  a  synchro  simulator  to  generate  signals  which 
are  converted  in  the  HIMS-II  to  sine  and  cosine  values  representing  the  synchro 
angles.  Use  values  of  0°  and  90°  at  the  simulator  and  equate  these  to  0  and 
1  for  sine  channels,  or  1  and  0  for  cosine  channels,  during  the  cal  procedure. 


The  actual  heading,  pitch  and  roll  angles  are  displayed  in  channels  65, 
66,  and  67.  These  are  calculated  in  the  program  and  do  not  require  calibra¬ 
tion. 


CH  18-20.  Roll,  Pitch,  and  Yaw  Rates:  Calibration  for  these  channels  is 
performed  by  using  a  voltage  substitution  based  on  the  manufacturer's  cali¬ 
bration  sheet.  Use  a  two-point  field  cal  allowing  the  HIMS-II  to  calculate 
slopes  and  normals,  inputting  two  voltage  values  near  the  extremes  of  the  sen¬ 
sor  output. 

CH  21-23.  X,  Y,  and  Z  Accelerations :  Perform  a  +  lg  flip-over  calibration 
for  each  channel.  (Remove  the  accelerometers  from  the  HIMS-II  rack  for  this 
test.)  The  two-point  field  cal  procedure  will  calculate  the  proper  slope  and 
normal.  Use  care  in  the  flip-over  process  to  reduce  frictional  errors.  Repeat 
if  necessary  to  obtain  satisfactory  results. 


CH  24.  Vertical  Airspeed:  Measure  the  "zero"  output  of  the  transducer 
as  it  is  loaded  by  the  HIMS-II  circuitry.  Use  this  value  and  the  manufacturer's 


published  value  of  2mv/fpm  (or  +4.00v  P  +2000fpm)  in  a  voltage  substitution 
two-point  field  calibration.  The  HIMS-1I  program  will  determine  the  slopes 
and  normal  for  the  channel.  The  difference  in  time  constants  between  the 
pilot's  IVSI  indicator  and  the  vertical  airspeed  transducer  makes  in-flight 
calibration  impractical. 

CH  25.  Slip:  Calibration  for  this  channel  must  be  performed  in  flight. 
Using  the  two-point  field  cal  procedure,  measure  the  transducer  outputs  with 
the  H IMS- 1 1  while  the  aircraft  is  flying  in  a  one-ball  left  and  one-ball 
right  (as  shown  on  the  pilot's  indicator)  condition. 

CH  26-63.  User-defined  Channels:  Calibrate  using  end-to-end  or  voltage 
substitution  two-point  field  cal  techniques  whenever  the  source  output  is 
known  as  being  linear.  Nonlinear  outputs  must  be  treated  differently — 
requiring  specialized  software  for  each  case. 

NOTE:  All  slopes  and  normals  derived  from  field  calibrations  should  be 
recorded  manually  and/or  recorded  on  tape  after  the  calibration  is  performed. 


HI 


Appendix  K 

TRADE  NAME  INFORMATION 


Raydist  (Teledyne  Hastings-Raydi st) 

P.O.  Box  1275 
Hampton,  VA  23661 
(804)  723-6531 

DEC  (Digital  Equipment  Corporation) 
Maynard,  MA  01754 
(617)  897-5111 

ADAC  Corporation 
70  Tower  Office  Park 
Woburn,  MA  01801 
(617)  935-6668 

Hazel  tine 
500  Commack  Road 
Commack,  NY  11725 
(516)  462-5100 

Digital  Pathways,  Incorporated 
1260  L'Avenida 
Mountain  View,  CA  94043 
(415)  969-7600 

Qantex 

Division  of  North  Atlantic  Industries 
60  Plant  Avenue 
Hauppauge,  NY  11787 
(516)  582-6060 

Minnesota  Mining  &  Manufacturing  Company 
3M  Center 

St.  Paul,  MN  55101 
(512)  733-1110 


I 
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INITIAL  DISTRIBUTION 


Defense  Technical  Information  Center 
Cameron  Station 

Alexandria,  VA  22314  (12) 

Under  Secretary  of  Defense  for 
Research  and  Engineering 
ATTN:  Military  Assistant  for 
Medical  and  Life  Sciences 
Washington,  DC  20301  (1) 

Uniformed  Services  University 
of  the  Health  Sciences 
4301  Jones  Bridge  Road 
Bethesda,  MD  20014  (1) 

Commander 

US  Army  Medical  Research  and 
Development  Command 
ATTN:  SGRD- RMS/Ms.  Madigan 
Fort  Detrick 

Frederick,  MD  21701  (5) 

Redstone  Scientific  Information 
Center 

ATTN:  DRDMI-TBD 

US  Army  Missile  R&D  Command 

Redstone  Arsenal,  AL  35809  (1) 

US  Army  Yuma  Proving  Ground 
Technical  Library 

Yuma,  AZ  85364  (1) 

US  Army  Aviation  Engineering 
Flight  Activity 

ATTN:  DAVTE-M  (Technical  Library) 
Edwards  AFB,  CA  93523  (1) 

US  Army  Combat  Developments 
Experimentation  Command 
Technical  Library 
HQ,  USACDEC 
Box  22 

Fort  Ord,  CA  93941  (1) 


Aeromechanics  Laboratory 
US  Army  Research  &  Technology  Labs 
Ames  Research  Center,  M/S  215-1 
Moffett  Field,  CA  94035 

Sixth  United  States  Army 
ATTN:  SMA 

Presidio  of  San  Francisco, 
California  94129 

Director 

Army  Audiology  &  Speech  Center 
Walter  Reed  Army  Medical  Center 
Forest  Glen  Section,  Bldg  156 
Washington,  DC  20012 

Harry  Diamond  Laboratories 
Scientific  &  Technical  Information 
Offices 

2800  Powder  Mill  Road 
Adel  phi,  MD  20783 

US  Army  Ordnance  Center  &  School 
Library,  Bldg  3071 
ATTN:  ATSL-DOSL 
Aberdeen  Proving  Ground,  MD 
21005 

US  Army  Environmental  Hygiene 
Agency  Library,  Bldg  E2100 
Aberdeen  Proving  Ground,  MD 
21010 

Technical  Library 
Chemical  Systems  Laboratory 
Aberdeen  Proving  Ground,  MD 
21010 

US  Army  Materiel  Systems 
Analysis  Agency 
ATTN:  Reports  Distribution 
Aberdeen  Proving  Ground,  MD 
21005 


Commander 

US  Army  Medical  Research  Institute 
of  Chemical  Defense 
Aberdeen  Proving  Ground,  MD 

21010  (1) 

Commander 

Naval  Air  Development  Center 
ATTN:  Code  6022  (Mr.  Brindle) 
Warminster,  PA  18974  (1) 

Di rector 

Ballistic  Research  Laboratory 
ATTN:  DRDAR-TSB-S  (STINFO) 

Aberdeen  Proving  Ground,  MD 
21005  (2) 

US  Army  Research  &  Development 
Technical  Support  Activity 
Fort  Monmouth,  NJ  07703  (1) 

Commander/Di  rector 

US  Army  Combat  Surveillance  & 

Target  Acquisition  Laboratory 
ATTN:  DELCS-D 

Fort  Monmouth,  NJ  07703  (1) 

US  Army  Avionics  R&D  Activity 
ATTN:  DAVAA-0 

Fort  Monmouth,  NJ  07703  (1) 

US  Army  White  Sands  Missile  Range 
Technical  Library  Division 
White  Sands  Missile  Range 
New  Mexico  88002  (1) 

Chief 

Benet  Weapons  Laboratory 
LCWSL,  USA  ARRADC0M 
ATTN:  DRDAR-LCB-TL 
Watervliet  Arsenal 

Watervliet,  NY  12189  (1) 

US  Army  Research  &  Technology  Labs 
Propulsion  Laboratory  MS  77-5 
NASA  Lewis  Research  Center 
Cleveland,  OH  44135  (1) 


US  Army  Field  Artillery  School 
Library 

Snow  Hall,  Room  16 

Fort  Sill,  OK  73503  (1) 

US  Army  Dugway  Proving  Ground 
Technical  Library 
Bldg  5330 

Dugway,  UT  84022  (1) 

US  Army  Materiel  Development  & 
Readiness  Command 
ATTN:  DRCSG 
5001  Eisenhower  Avenue 
Alexandria,  V A  22333  (1) 

US  Army  Foreign  Science  & 

Technology  Center 
ATTN:  DRXST-IS1 
220  7th  St.,  NE 

Charlottesville,  VA  22901  (1) 

Coruna  nder 

US  Army  Training  and  Doctrine  Command 
ATTN:  ATCD 

Fort  Monroe,  VA  23651  (2) 

Commander 

US  Army  Training  and  Doctrine  Command 
ATTN:  Surgeon 

Fort  Monroe,  VA  23651  (1) 

US  Army  Research  &  Technology  Labs 
Structures  Laboratory  Library 
NASA  Langley  Research  Center 
Mail  Stop  266 

Hampton,  VA  23665  (1) 

Commander 

10th  Medical  Laboratory 
ATTN:  DEHE  (Audiologist) 

APO  New  York  09180  (1) 

Commander 

US  Army  Natick  R&D  Laboratories 

ATTN:  Technical  Librarian 

Natick,  MA  01760  (1) 
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Commander 

US  Army  Troop  Support  &  Aviation 
Materiel  Readiness  Command 
ATTN:  DRSTS-W 

St.  Louis,  MO  63102  (1) 

Commander 

US  Army  Aviation  R&D  Command 

ATTN:  DRDAV-E 

4300  Goodfellow  Blvd 

St.  Louis,  MO  63166  (1) 

Di rector 

US  Army  Human  Engineering  Laboratory 
ATTN:  Technical  Library 
Aberdeen  Proving  Ground,  MD 
21005  '  (1) 

Commander 

US  Army  Aviation  R&D  Command 

ATTN:  Library 

4300  Goodfellow  Blvd 

St.  Louis,  MO  63166  (1) 

Commander 

US  Army  Health  Services  Command 
ATTN:  Library 

Fort  Sam  Houston,  TX  78234  (1) 

Commandant 

US  Army  Academy  of  Health  Sciences 
ATTN:  Library 

Fort  Sam  Houston,  TX  78234  (1) 

Commander 

US  Army  Ai mobility  Laboratory 
ATTN:  Library 

Fort  Eustis,  VA  23604  (1) 

Air  University  Library  (AUL/LSE) 
Maxwell  AFB,  AL  36112  (1) 

US  Air  Force  Flight  Test  Center 
Technical  Library,  Stop  238 
Edwards  AFB,  CA  93523  (1) 

Colonel  Stanley  C.  Knapp 
US  Central  Command 

CCSG  MacDill  AFB,  FL  33608  (1) 


US  Air  Force  Armament  Development 
&  Test  Center 
Technical  Library 

Eglin  AFB,  FL  32542  (1) 

US  Air  Force  Institute  of  Technology 
(AFIT/LDE) 

Bldg  640,  Area  B 

Wright-Patterson  AFB,  OH  45433  (1) 

US  Air  Force  Aerospace  Medical 
Division 

School  of  Aerospace  Medicine 

Aeromedical  Library/TSK-4 

Brooks  AFB,  TX  78235  (1) 

Director  of  Professional  Services 
Office  of  The  Surgeon  General 
Department  of  the  Air  Force 
Washington,  DC  20314  (1) 

Human  Engineering  Division 
Air  Force  Aerospace  Medical 
Research  Laboratory 
ATTN:  Technical  Librarian 
Wright-Patterson  AFB,  OH  45433  (1) 

US  Navy 

Naval  Weapons  Center 
Technical  Library  Division 
Code  2333 

China  Lake,  CA  93555  (1) 

US  Navy 

Naval  Aerospace  Medical  Institute 
Library 

Bldg  1953,  Code  012 

Pensacola,  FL  32508  (1) 

US  Navy 

Naval  Submarine  Medical  Research  Lab 
Medical  Library,  Naval  Submarine  Base 
Box  900 

Groton,  CT  06340  (1) 

Staff  Officer,  Aerospace  Medicine 
RAF  Staff 
British  Embassy 

3100  Massachusetts  Avenue,  N.W. 
Washington,  DC  20008  (1) 
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Di rector 

Naval  Biosciences  Laboratory 
Naval  Supply  Center,  Bldg  844 
Oakland,  CA  94625  (1) 

Naval  Air  Systems  Command 
Technical  Library  AIR  9500 
RM  278  Jefferson  Plaza  II 
Department  of  the  Navy 
Washington,  DC  20361  (1) 

US  Navy 

Naval  Research  Laboratory  Library 
Code  1433 

Washington,  DC  20375  (1) 

US  Navy 

Naval  Air  Development  Center 
Technical  Information  Division 
Technical  Support  Department 
Warminster,  PA  18974  (1) 

Human  factors  Engineering  Division 
Aircraft  &  Crew  Systems  Technology 
Di recto rate 

Naval  Air  Development  Center 
Warminster,  PA  18974  (1) 

US  Navy 

Naval  Research  Laboratory  Library 
Shock  &  Vibration  Information  Center 
Code  8404 

Washington,  DC  20375  (1) 

Director  of  Biological  &  Medical 
Sciences  Division 
Office  of  Naval  Research 
800  N.  Quincy  Street 
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